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Abstract: Nucleic acid amplification techniques are commonly used currently to diagnose viral diseases and manage
patients with this kind of illnesses. These techniques have had a rapid but unconventional route of development during the
last 30 years, with the discovery and introduction of several assays in clinical diagnosis. The increase in the number of
commercially available methods has facilitated the use of this technology in the majority of laboratories worldwide. This
technology has reduced the use of some other techniques such as viral culture based methods and serological assays in the
clinical virology laboratory. Moreover, nucleic acid amplification techniques are now the methods of reference and also
the most useful assays for the diagnosis in several diseases. The introduction of these techniques and their automation
provides new opportunities for the clinical laboratory to affect patient care. The main objectives in performing nucleic
acid tests in this field are to provide timely results useful for high-quality patient care at a reasonable cost, because rapid
results are associated with improvements in patients care. The use of amplification techniques such as polymerase chain
reaction, real-time polymerase chain reaction or nucleic acid sequence-based amplification for virus detection, genotyping
and quantification have some advantages like high sensitivity and reproducibility, as well as a broad dynamic range. This
review is an up-to-date of the main nucleic acid techniques and their clinical applications, and special challenges and
opportunities that these techniques currently provide for the clinical virology laboratory.

Keywords: Automation methods, molecular diagnosis, molecular microbiology, nucleic acid techniques, PCR techniques, viral
laboratory diagnosis.
INTRODUCTION
Molecular diagnostic techniques for viral testing have
experimented a rapid development during the last years [1],
and have been introduced in the majority of laboratories as a
new way for the diagnosis of human pathogens like viruses.
This field of molecular microbiology presents many
challenges to the practice of laboratory medicine, above all
the implementation like automated methodology. The
introduction of fully automated devices with faster
turnaround times has allowed clinical laboratories the
necessary tools to report sensitive and accurate results to
physicians. The goals in performing microbiology nucleic
acid tests (NAT) are mainly to provide timely results useful
for high-quality patient care at a reasonable cost. Rapid
results obtained by NAT are associated with improvements
in patient care. Empiric data and modeling studies find that
faster detection of enteroviral meningitis using NAT is
associated with reduced length of stay and duration of
antibiotic administration, as well as substantial cost savings
[2]. The use of amplification techniques such as polymerase
chain reaction (PCR), real-time PCR or nucleic acid
sequence-based amplification (NASBA) [3] for virus
detection, genotyping and quantification have some
advantages like high sensitivity and reproducibility, as well
as a broad dynamic range [4, 5]. A great number of
qualitative and quantitative molecular virus assays, mostly
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based on PCR technology have been described [6, 7].
NASBA assays could identify active infection by detecting
viral messenger RNA (mRNA) but the most widely used
tests in clinical virus diagnosis are quantitative real-time
PCR techniques [8]. Many molecular diagnostic methods
have been replaced by automated devices that use less time,
manipulate smaller volumes of liquids and provide
quantified results with better precision. Molecular techniques
have revolutionated the diagnosis of infectious diseases,
particularly the diagnosis of viral diseases. Automation of
these methods provides decrease in turnaround times, low
contamination risk, ease of performance and speed, as well
as the ability to have lower detection limits and to diminish
cost per test. This review focuses on the application of
molecular technology in the clinical virology laboratory.
BRIEF
DESCRIPTION
TECHNIQUES

OF

MOLECULAR

Table 1 summarizes the main molecular techniques used
in clinical virology.
NON AMPLIFIED NUCLEIC ACID PROBES
Nucleic acid probes are segments of DNA or RNA
labeled with radioisotopes, enzymes or chemiluminiscent
molecules that can bind to complementary nucleic acid
sequences of microorganisms. These probes can be used to
identify some viruses. The commonly used formats for probe
hybridization include liquid-phase, solid-phase and in situ
hybridization [9]. In general, these techniques have a poor
analytical sensitivity, so they could be used only to those
situations in which the number of microorganisms is large.
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Summary of Main Molecular Testing Techniques for Viruses
Technique

NON AMPLIFIED NUCLEIC ACID PROBES

AMPLIFIED NUCLEIC ACID TECHNIQUES
Signal amplification techniques

Target amplification techniques

Format

Examples of viruses

Liquid-phase
Solid-phase
In situ hybridization

HPV, CMV

bDNA assays
Hybrid capture assays

HCV, HBV, HIV
HPV, CMV

PCR techniques
RT-PCR
Nested PCR
Multiplex PCR
Real-time PCR
Transcriptional-based amplification methods

HDA

Most of viruses
RNA virus (HCV, HIV)
Herpesviruses
Herpesviruses, respiratory viruses
Most of viruses
HCV (TMA-based), HIV (TMAbased, NASBA), CMV (NASBA)
Enterovirus (NASBA), RSV
(NASBA)
HIV
Influenza A and B, CMV, HSV,
VZV, BK virus, HPV
HIV-1, HSV 1 and 2

Ligase chain reaction
Cycling probe technology
Cleavase-invader technology

HCV, HPV

Strand displacement amplification
LAMP

Probe amplification techniques

MICROARRAYS

DNA microarrays
Multiplexed microsphere-based array

Respiratory viruses, HCV, HPV,
HIV, CNS infection viruses
HIV, HCV, HSV

HPV: human papillomavirus; CMV: cytomegalovirus; HCV: hepatitis C virus; HBV: hepatitis B virus; HIV: human immunodeficiency virus; TMA: transcription-mediated
amplification; NASBA: nucleic acid sequence-based amplification; RSV: respiratory syncytial virus; DNA: deoxyribonucleic acid; RNA: ribonucleic acid; LAMP: loop-mediated
isothermal amplification; HDA: helicase-dependent amplification.

Liquid-phase hybridization assay is a technique in which
a single-stranded DNA probe is labeled with an acridinium
ester and is then incubated with the target nucleic acid. After
hybridization step, the probe binding is measured in a
luminometer.
In solid-phase hybridization target nucleic acid bind to
nitrocellulose or nylon and is hybridized with a probe
solution. The identification is then carried out by means of
fluorescence, luminescence, color development or
radioactivity. The main limitation of this assay is the time
consumption and the complexity of the technique, so
application in clinical practice is very limited.
Finally, in situ hybridization is a solid-phase
hybridization in which the nucleic acid is contained in cells
or tissues fixed in microscope slides. The main disadvantage
of in situ hybridization is the limitation of the accessibility of
the target nucleic acid in the cells.
AMPLIFIED NUCLEIC ACID TECHNIQUES
The beginning of molecular diagnostics was initiated at
the end of the eighties with the development of the PCR
[10]. Although this method is the most widely used nucleic
acid amplification technique, other methodologies have been
developed. The biochemical mechanisms of these techniques
are based on target, signal or probe amplification.
Signal Amplification Techniques
In signal amplification assays, the signal is directly
proportional to the amount of the target sequence present in

the clinical specimen, reducing false-positive results due to
cross contamination; also, the development of quantitative
assays is more reliable.
bDNA Assays
The branched or bDNA signal amplification system
consists of a series of hybridization steps resulting in a
“sandwich” complex of probes and target sequence with a
branched structure [11]. In this technique, multiple targetspecific probes are used to capture the nucleic acid onto the
surface of a microwell plate. The initial step in a bDNA
assay is to ensure that viral particles have been disrupted and
that viral RNA is present for analysis. Target-specific
oligonucleotides are then hybridized to the target nucleic
acid, and other regions hybridize to multiple bDNA
amplifier molecules that create a branched structure. Finally,
the bDNA signal is the chemiluminiscent product of the
reaction [11]. The signal in the bDNA assay is proportional
to the number of labeled probes bDNA assays for the
quantitation of hepatitis C virus (HCV) RNA, hepatitis B
virus (HBV) DNA and human immunodeficiency virus type
1 (HIV-1) RNA are commercially available (Bayer
HealthCare, Diagnostics Division, Tarrytown, N.Y.).
For the detection of HCV, the first-generation bDNA
assay (Quantiplex HCV RNA 1.0 assay, Bayer) had a
dynamic quantification range in human plasma (from 3.5 x
105 to 1.2 x 108 HCV RNA copies/mL). Genotypes 1-6 were
detected by using this assay, although the sensitivity was
lower for genotypes 2 and 3. To improve the detection rate
for HCV genotypes 2 and 3, a second-generation assay was

106 The Open Virology Journal, 2012, Volume 6

developed (Quantiplex HCV RNA 2.0 assay, Bayer).
However, a third-generation bDNA assays both for HCV and
HIV have been developed (VERSANT HCV RNA 3.0 and
VERSANT HIV-1 RNA 3.0 assays, Bayer) that uses isoC
and isoG-substituted oligonucleotides to reduce nonspecific
hybridization.
Hybrid Capture Assays
This system is a solution hybridization-antibody capture
technique that uses a chemiluminescence detection system of
the hybrid molecules. The DNA from the sample is
denatured and then hybridized with a specific RNA probe.
The DNA-RNA hybrids are captured by anti-hybrids
antibodies. The antibody conjugate is detected with a
chemiluminescent substrate and a luminometer serves as a
device to measure the light emitted. Hybrid capture assays
for detection of human papillomavirus (HPV) and
cytomegalovirus (CMV) in clinical specimens are currently
commercially available (Digene Corp., Gaithersburg, MD)
[12, 13].
Target Amplification Techniques
These techniques use enzyme-mediated processes, in
which the enzymes synthesize several copies of target
nucleic acid. The amplification products are detected by two
oligonucleotide primers that bind to complementary
sequences. The final result is the production of millions of
copies of the targeted sequence. There is possibility of
contamination, so false positive results must be reduced
through special laboratory design, practices and workflow.
PCR Techniques
PCR allows the synthesis of million of copies of a
targeted nucleic acid sequence. This chemical reaction
occurs by means of the action of a DNA polymerase that can
copy a DNA strand. PCR consists in a mixture of target
DNA, two oligonucleotide primers, a DNA polymerase, a
mixture of deoxyribonucleotide triphosphates (dNTPs),
MgCl2, KCl and Tris-HCl buffer. The reaction mixture is
heated and cooled during several cycles in a programmable
thermal cycler, and after n cycles the target sequence can be
amplified 2n-fold. After the PCR reaction, the detection of
product of amplification should be done by means several
techniques (e.g. gel analysis, colorimetric detection) [10].
Reverse Transcriptase-PCR
RT-PCR was introduced to amplify RNA targets. In this
method, cDNA is first produced from RNA by reverse
transcription and then the cDNA is amplified by PCR. A
thermostable DNA polymerase derived from Thermus
thermophilus could function efficiently as both an RT and a
DNA polymerase [14]. Commercially kits are available for
detection of HCV RNA and for quantitation of HIV-1 and
HCV RNA in clinical specimens (Roche Diagnostics,
Indianapolis, IND).
Nested-PCR
This modality of PCR increases both the sensitivity and
specificity [15]. This technique uses two pairs of
amplification primers and two rounds of PCR. In the first
round, it uses one primer pair for 15 to 30 cycles. The
product of the first round of amplification is submitted to a
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second round of amplification with the second pair of
primers. The major disadvantage of nested PCR is the high
rates of contamination.
Multiplex PCR
In the same reaction mixture, two or more primer sets
designed for amplification of different targets are used [16].
More than one target sequence in a clinical specimen can be
co-amplified in a single tube. However, the primers used
must be carefully selected in order that they have similar
annealing temperatures and lack complementarity. This kind
of PCR is less sensitive than PCR with single primer set.
Multiplex PCR assays for viral respiratory pathogens and for
detection of viral infections of central nervous system have
been developed and commercialized [17, 18].
Real Time PCR
In this method, the target amplification and detection
steps occur simultaneously. These methods require special
thermal cyclers that can monitor the fluorescence emission
from the sample. The computer software supporting the
thermal cycler monitors the data at every cycle and generates
an amplification plot for each reaction [19]. The PCR
product is detected by using fluorescent dyes that
preferentially bind to double-stranded DNA. The specificity
of real-time PCR can also be increased by using fluorescent
resonance energy transfer (FRET) probes in the reaction
mixture. Another approach to real-time PCR is the use of
dual hybridization probes that uses two specially designed
sequence-specific oligonucleotide probes. Finally, detection
and quantitation of amplification products can be carried out
with molecular beacons. Real-time PCR decrease the time
required to perform nucleic acid assays because there are no
post-PCR processing steps. The main advantages of these
methods are also the decrease of contamination and the
possibility for quantitative applications.
Transcription-Based Amplification Methods
There are two methods included in this group: nucleic
acid sequence-based amplification (NASBA) and
transcription-mediated amplification (TMA). These are
isothermal RNA amplification methods modeled after
retroviral replication [20, 21]. In both methods, the RNA
target is reverse transcribed into cDNA and then RNA copies
are synthesized with a RNA polymerase. Transcriptionbased amplification systems have several characteristics such
as no requirement for a thermal cycler, rapid kinetics and a
single-stranded RNA product that does not require
denaturation prior to detection. Gen-Probe has developed
TMA-based assays for detection of HCV and HIV-1, while
NASBA-based kits (bioMérieux) have developed
commercially available kits for the detection and
quantitation of HIV-1 RNA and CMV RNA and detection of
enterovirus and respiratory syncytial virus RNA.
Strand Displacement Amplification
This method is an isothermal template amplification
technique that can be used to detect trace amounts of DNA
or RNA of a particular sequence (Becton Dickinson and
Company, Sparks, MD). In its current format, strand
displacement amplification occurs in two phases, target
generation and exponential target amplification [22].
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Recently, strand displacement amplification has been
adapted to quantitate RNA and RT-Strand displacement
amplification has been used for the determination of HIV
viral load.
Probe Amplification Techniques
These methods differ from those that use target
amplification in which the amplification products contain
only a sequence present in the initial probes. Some examples
of probe amplification methods are ligase chain reaction
[23], cycling probe technology [24] and cleavase-invader
technology [25].
Cleavase-Invader Technology
Invader assays (Third Wave Technologies, Madison,
WS) are based on a probe amplification method with specific
recognition of particular DNA structures by cleavase, a
member of the FEN-1 family of DNA polymerases. In these
assays, two primers are designed which hybridize to the
target sequence. Several methods can be used to detect the
cleavage products, but Fluorescence Resonance Energy
Transfer (FRET) probes and a second invasive cleavage
reaction to detect the target-specific products is the most
common technique used. FRET occurs due to the interaction
between the electronic excited states of two dye molecules.
FRET probes are a pair of fluorescent probes placed in close
proximity. The excitation is transferred from one dye
molecule to the other without emission of a photon. The
acceptor fluorophore emits light which is detected in specific
channels. This technology is currently available for HCV
genotyping.
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technique shows low background. Moreover, cycling probe
technology is fast, linear, isothermal and simple compared
with other DNA detection methods.
NEW MOLECULAR TESTS FOR VIROLOGICAL
DIAGNOSIS
Microarrays
A DNA array (or DNA chip) is a collection of spots
attached to a solid support where each spot contains one or
more single-stranded DNA oligonucleotide fragment [26].
High density arrays, that permit attaching hundred or
thousands of oligonucleotides, are referred to as microarrays.
A labeled amplification product is hybridized to the probes,
and hybridization signals are mapped to several positions
within the array. The pattern of hybridization can identify the
sequence of PCR, if the number of probes is sufficiently
large. The results of hybridization between the bound probe
and labeled sequences in the sample applied and tested are
revealed by scanning or imaging the array surface. Confocal
microscopy is used to scan the chip, detecting fluorescent
signals that reveal hybridization at precise locations on the
chip. As many DNA sequences can be present on a slide, it is
possible for microarray analysis to test for multiple viruses
simultaneously.
The first application in diagnostic virology has been for
rapid sequencing to detect HIV mutations associated with
resistance to antiretroviral drugs [27]. Since then, some
research groups have developed microarrays that detect
several viruses such as respiratory viruses [28], hepatitis C
virus [29] and virus causing CNS infection [30].

Ligase Chain Reaction

Multiplexed Microsphere-Based Array

Ligase chain reaction assay is based on the ligation of
two adjacent synthetic oligonucleotide primers which
hybridize to one strand of the target DNA. A second pair of
primers is used in a cycling reaction, using a thermostable
DNA ligase. Both ligated products can then serve as
templates for the next reaction cycle, leading to an
exponential amplification process similar to PCR
amplification. Detection of ligase chain reaction product
could be carried out by means of several methods such as
autoradiography and fluorescence. One of the advantages of
the fluorescent detection system is that it is relatively easy to
quantitate the amount of the ligase chain reaction product.
Other methods for the detection of ligase chain reaction
products in microtiter plates are been also used. LCR assays
have been developed for the detection of viruses such as
HPV, HSV and HIV.

Microsphere-based suspension array technologies, such
as the Luminex ® xMAPTM system, offer a platform for
nucleic acid detection that have some advantages including
rapid data acquisition, excellent sensitivity and specificity
and multiplexed analysis capability [31]. As compared to
planar microarrays, suspension arrays have the advantages of
ease of use, low cost, statistical superiority, faster
hybridization kinetics and more flexibility in array
preparation [31].

Cycling Probe Technology
Cycling probe technology is a method for detection and
quantification of low amounts of target DNA. The reaction is
carried out at a temperature that allows the chimeric probe to
anneal to the single-stranded target DNA. RNase H, an
enzyme that specifically degrades the RNA portion of the
DNA-RNA hybrids, cuts within the RNA portion of the
chimeric probe, and the shorter probe fragments dissociate
from the target, regenerating the target for further cycling.
The resulting accumulation of probe fragments can be
detected. Since the target DNA is not amplified, this

This system incorporate microspheres dyed with two
spectrally different fluorochromes. An array is created
consisting of 100 distinct microsphere sets with specific
spectrum. A third fluorochrome quantifies the biomolecular
interaction that has occurred at the microsphere surface.
Microspheres pass through separate lasers in the Luminex
analyzer. High speed digital signal processing classifies the
microsphere based on its spectral signal and quantifies the
reaction on the surface. Thousands of microspheres are
analyzed per second resulting in an analysis system capable
of analyzing and reporting a lot of different reactions. The
assay can be used as direct DNA hybridization, competitive
DNA hybridization and solution-based chemistries with
microsphere capture.
A multiplexed assay for detection and quantitation of
viral nucleic acids using this system has been developed for
HIV, HCV and HSV with high specific results [32].
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ISOTHERMAL METHODS
Since nucleic acid amplification methods have several
disadvantages, such as the requirement for precision thermal
cycling, isothermal techniques are being introduced as a
diagnostic tool due to their simple operation, rapid reaction
and easy detection. These new techniques do not require
thermal cycler and can be performed by using a heating
block and/or water bath. The main isothermal methods
include loop-mediated isothermal amplification (LAMP) and
helicase-dependent amplification (HDA) [33].
Loop-Mediated Isothermal Amplification (LAMP)
This method has improved classical PCR in its reaction
simplicity, accuracy and higher amplification efficiency. The
procedure is very rapid, and the amplification can be
completed in less than 1 hour. The main advantage of LAMP
is that it does not require thermal cyclers, and the
amplification can be carried out with a water bath or heating
block.
LAMP is a one-step amplification reaction that proceeds
at isothermal conditions. The chemistry of LAMP
amplification is based on the principle of strand
displacement reaction, described previously [34]. The
mechanism consists in three steps: an initial non-cycling
step, a cyclic amplification step and an elongation step. The
addition of reverse transcriptase makes it possible to amplify
cDNA from RNA (RT-LAMP).
LAMP method has been already used for emerging
human viral pathogens such as Dengue and SARS viruses
[35, 36]. Also, RT-LAMP assays have been developed for
influenza A and B viruses’ detection [37], as well as for
CMV, HSV, VZV, BK virus and HPV [38-42].
Helicase-Dependent Amplification (HDA)
HDA is an isothermal amplification method similar to
DNA replication in vivo by using a DNA helicase to separate
two complementary DNA strands (dsDNA) and further
extension by a DNA polymerase. The initial heat
denaturation and subsequent thermocycling are not
necessary, and the entire HDA reaction can be performed at
a single uniform temperature. This technique provides a
useful tool to amplify DNA in vitro under isothermal
conditions.
HDA technique has been developed to detect several
viruses in different clinical samples such as HIV-1 in human
plasma [43] and HSV types 1 and 2 from genital lesions
[44].
INTRODUCTION OF MOLECULAR TESTS IN THE
CLINICAL VIROLOGY LABORATORY
Implementation of molecular techniques platforms in the
clinical virology laboratory for diagnosis needs some
requirements such as personnel and facility requirements and
a correct work flow design.
Personnel Requirements
Laboratory workers must be trained in both the preanalytical (specimen extraction and processing) and the
analytical procedures. Professionals that work in this kind of
laboratory should have a correct training or experience in
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molecular methods and also should have theoretical
knowledge of molecular virology. The majority of
manufacturers provide overview presentations on molecular
biology as well as technical information on their specific
testing platform. The Director of the Virology Laboratory
should provide individualized training in molecular virology
for all laboratory workers for success in performing correct
molecular testing. It is very important to keep special
attention to maintain strict adherence to standard operating
procedures (SOP) and avoid the samples contamination
using aseptic techniques.
The laboratory must have available detailed SOP,
training materials and checklists for each technique
performed in the laboratory. Respect to this fact, it would be
very important to have a technical expert to provide a
reference person in order to apply this methodology in the
clinical laboratory. Laboratory-developed tests require that
the technical resources to resolve problems related to the
assay are available within the laboratory.
Facilities Requirements
In order to minimize or decrease the risk of specimen
contamination, it is necessary a physical separation of
processes as well as to have reagents and equipment for use
only in the molecular laboratory. Each laboratory should
define their work areas but, in general, four different work
areas are recommended: a reagent preparation area to
prepare PCR master mix, a sample processing area where
different procedures are performed (like nucleic acid
extraction), a target loading area where the specimen is
added to the PCR master mix and an amplification area
where thermocycling and probe detection is performed.
The reagent preparation area should be kept free of all
specimens and DNA/RNA extracts. The number of tubes
that should be simultaneously opened must be minimizing in
order to avoid cross-contamination between different
samples. An important issue is that the different devices used
in PCR such as pipettes, tubes, reagents should be dedicated
exclusively to each working area. Reagents should be
prepared and aliquoted into single use or small volume.
All working surfaces should be cleaned before and after
each use with a reagent that eliminates nucleic acid. The
manufacturer´s recommendations must be followed for
cleaning of instruments, processing blocks and other
instrument surfaces and parts.
Gloves should be changed frequently at least before
beginning each procedure and must always be changed if
moving from one to another work area.
Work Flow Design
After selection and successful introduction of a molecular
testing platform into the virology laboratory, work flow
should be implemented at the same time that this technology
is being introduced. The main factors to establish an
effective work flow are determined by the arrival times of
specimens, number of samples of each test, clinical urgency
for the results and laboratory functionality. Each laboratory
should establish its own work flow depending of each
technique and each viral determination, so this fact should be
individualized.
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Main Viruses, Samples and Molecular Techniques Used for Viral Diagnosis
Viruses

CMV

HSV

VZV

EBV

Parvovirus B19

Samples

Techniques

Infections

CSF

Conventional qualitative PCR

CNS infection

Blood

Real time quantitative PCR

Congenital infection

Hybrid capture assay

CMV immunosuppressed infections

CSF

Nested PCR

Meningo-encephalitis

Blood

Multiplex PCR

Neonatal herpes infection

Leucocytes

Hybrid capture assay

Specimens from genital ulcers or
muco-cutaneous lesions

Conventional qualitative PCR

Generalized and visceral herpes infection
in immunosuppressed patients

Real time quantitative PCR

Dermal and genital diseases

CSF

Real time quantitative PCR

CNS infection

Exudate from skin lesions

Multiplex PCR

Cutaneous lesions

Broncho-alveolar lavage

Pulmonary infections

Amniotic fluid

Congenital and neonatal infections

CSF

Conventional qualitative PCR

Infectious mononucleosis

Blood

In situ hybridization

Encephalitis

Lymphocytes

Real time quantitative PCR

Tumors

Tissue

NASBA, Southern blot, dot blot

Blood

Conventional qualitative PCR

Bone marrow

Real time quantitative PCR

Perinatal and neonatal infections

Placental and fetal tissue
Amniotic fluid
Polyomavirus JC

CSF

Conventional qualitative PCR

Leukoencephalopathy

Real time quantitative PCR
Polyomavirus BK
Influenza and parainfluenza
viruses

Adenovirus

Urine

Conventional qualitative PCR

Blood samples

Real time quantitative PCR

Respiratory samples

Several clinical samples

Nephropathy

RT-PCR

Flu

Real time quantitative PCR

Bronchiolitis

Multiplex PCR

Croup

Microarrays

Pneumonia

Conventional qualitative PCR

Respiratory infections

Real time quantitative PCR

Ocular infections

RT-PCR

CNS infection

Gastrointestinal infections
Enterovirus

CSF

Real time quantitative PCR
HPV

Cervical exudates and biopsies

Type-specific PCR

Cervical lesions

Warts biopsies

General primers PCR

Warts

Other biopsies

Liquid hybridization
HPV mRNA detection
Microarrays

Hepatitis viruses

Serum or plasma

Real time quantitative PCR

Chronic infections (viral load)

Liver tissue

Hybridization

Genotyping

Sequencing
HIV

Plasma

Real time quantitative PCR

Viral load detection

CMV: cytomegalovirus; CSF: cerebrospinal fluid; PCR: polymerase chain reaction; CNS: central nervous system; HSV: virus herpes simplex; VZV: virus varicella-zoster; EBV:
virus Epstein-Barr; NASBA: nucleic acid sequence-based amplification; HPV: human papillomavirus; HIV: human immunodeficiency virus; RNA: ribonucleic acid.

DESCRIPTION OF MAIN MOLECULAR VIRAL
TESTS FOR CLINICAL DIAGNOSIS

Cytomegalovirus (CMV)
Nervous System (CNS)

Infection

in

the Central

Table 2 shows the main viruses that could be diagnosed
by means of molecular techniques as well as the samples and
the techniques more appropriate for them.

CMV infection can have several clinical presentations
such as non-specific viral syndrome, ocular and congenital
disease. Infection can also occur in the CNS, and in the
majority of them the clinical presentation is in the form of
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encephalitis, but also as myelitis, radiculomyelopathy and
mononeuritis multiplex. Studies suggest that the detection of
CMV DNA in the cerebrospinal fluid (CSF) is highly
sensitive and specific for CMV neurologic disease [45].
CMV DNA could be detected by conventional PCR in the
CSF of HIV patients [46] but is rarely detected in HIVinfected patients without clinical neurological disease. CMV
viral load testing using PCR techniques (including real-time
PCR) or hybrid capture assays can detect and quantify CMV
DNA or DNA-RNA hybrids in clinical specimens, including
the CSF [47]. CMV viral load assays can be performed
quickly, but it is important to use the same assay while
monitoring an individual patient. Interpretation of the results
of the viral load is sometimes problematic and unclear
because CMV viral load have not been standardized, so it is
not possible to define cutoff values.
Herpes Simplex Virus Infections
Herpes simplex virus (HSV) is a cause of a wide
spectrum of clinical manifestations such as CNS, genital and
dermal diseases. HSV is the most common cause of nonepidemic sporadic acute focal CNS disease (mainly
encephalitis). HSV can also cause aseptic meningitis, usually
a self-limited disease that resolves without specific therapy.
Because of this, there is a need for a rapid and accurate
diagnostic test for HSV CNS diseases, so CSF PCR testing
has been evaluated as a diagnostic test for HSV encephalitis
and meningitis, being a rapid and a very high sensitivity and
specificity diagnostic tool [48]. However, because neither
the sensitivity nor specificity is 100%, HSV PCR results
should be interpreted with caution. False-negative HSV PCR
results could be possible and false-positive HSV PCR results
can be also possible due to eventual contamination. Even so,
currently it has been established that molecular amplification
of HSV DNA is the new gold standard for the laboratory
diagnosis of these infections.
PCR is positive early in the course of the illness (within
the first 24 hours) and remains positive during the first week
of therapy [49]. In some cases, viral genomes persist in the
CSF for two weeks or longer after the onset of antiviral
therapy [49].
A real-time PCR assay is being used for the diagnosis of
CMV, HSV-1 and HSV-2, EBV and VZV from CSF
specimens [50]. Compared to conventional PCR, these realtime assays are rapid, simple and convenient for testing for
herpesviruses DNA in the routine laboratory. The similarity
of clinical features of these viruses is a reason for include
several targets for CSF testing rather than for a single unique
sequence of one virus.
With respect to dermal and genital disease caused by
HSV, real-time HSV PCR assays have emerged as a more
sensitive method to confirm HSV infection in clinical
specimen obtained from genital ulcers and muco-cutaneous
lesions [51]. Conventional PCR was not adapted for the
detection of HSV in dermal or genital sources, because cell
culture or direct staining techniques were relatively more
sensitive for detecting HSV in these specimens. The main
limiting factor in introducing real-time HSV PCR as the
primary diagnostic tool in the laboratory is the cost of this
assay. Moreover, the lack of uniform validation of the PCR
assay as a diagnostic method for detecting HSV in clinical

Fernando Cobo

specimens other than cerebrospinal fluid has limited its
availability in some laboratories.
Varicella-Zoster Virus (VZV) CNS Disease
VZV is a cause of CNS disease such as encephalitis,
myelitis and acute meningitis. In a retrospective study, VZV
DNA was detected from 5% of CSF specimens [47]. Realtime PCR assay provide rapid and sensitive confirmation of
VZV from clinical specimens obtained from several samples
such as exudate from skin lesions, broncho-alveolar lavage
and CSF [52, 53]. Several studies comparing different assays
against real-time PCR have demonstrated that VZV DNA
was detected in more samples that the rest of techniques [53,
54]. Moreover, PCR-based testing was highly specific
because no cross-reactivity was identified when tested
against several other viruses. PCR testing is also useful for
other indications such as the diagnosis of VZV infection in a
patient with vaccine-modified infection [55], as well as
testing of serum or blood might also be helpful in the
transplant patient who has visceral disease prior to the
appearance of cutaneous lesions [56].
Epstein-Barr Virus (EBV) CNS Lymphoproliferative
Disease
EBV has been implicated in the development of
lymphomas, above all in immunosupressed patients.
Detection of EBV DNA by molecular techniques in CSF
could be useful for the diagnosis of this infection. This
technique has a sensitivity of 80-90% and a specificity that
approaches 100% [57]. Detection of EBV DNA might also
be useful in patients in whom a brain biopsy is not possible
to do. On the other hand, detection of EBV DNA in CSF also
provides a marker to monitor the response to treatment for
CNS lymphomas. EBV DNA can be detected by
conventional PCR [58], by in situ hybridization [59] and also
more recently has been introduced real-time PCR assays to
detect EBV DNA from CNS lymphomas [60].
Parvovirus B19
Infection with parvovirus B19 might cause asymptomatic
infection or a wide spectrum of disease (erythema
infectiosum in children with arthropathy, severe anemia and
systemic affectation) as well as hydrops fetalis, congenital
anemia and abortion if the infection is produced in pregnant
women.
Although parvovirus B19 infection is diagnosed by
serologically detecting IgM and IgG class antibodies with
ELISA assays, the main application of DNA detection by
PCR is the control of transmission of the virus present in
blood [61]. Detecting B19 DNA using molecular tests is now
being used in many clinical laboratories, and these
techniques are much more sensitive than antigen-based
detection systems. Most of these techniques detect genotype
1 DNA but not genotypes 2 or 3.
Some real-time PCR assays such as LightCycler
parvovirus B19 quantitative assay (Roche Diagnostics,
Indianapolis, IN) and ABI TaqMan (Applied Biosystems)
have been developed for detecting B19 nucleic acids in
association with infection during pregnancy or assessing the
prevalence of the virus DNA in blood products [62, 63]. The
LightCycler parvovirus B19 quantitative assay is highly
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sensitive for genotype 1 but is not suitable for detecting
genotypes 2 or 3. With respect to RealArt Parvo B19 LC
PCR (Qiagen, Hamburg), this assay can detect all three
genotypes according some researchers, but no by others [64].
Appropriate clinical specimens for nucleic acid analysis
include plasma, serum, bone marrow, placental and fetal
tissues and amniotic fluid.
Polyomaviruses (JC and BK Virus)
Both viruses were recovered in cell cultures in 1971. BK
virus is associated with nephropathy, above all in renal
transplant patients as well as in patients with ureteral
stenosis and hematuria [65]. On the other hand, it is well
knowing the association of JC virus infection with
progressive
multifocal
leukoencephalopathy
in
immunocompromised patients (such as those with AIDS)
[66].
Conventional PCR for detection of JC virus in the
cerebrospinal fluid has replaced the brain biopsy for the
diagnosis of presence of this virus in patients with
leukoencephalopathy [67]. This technique had sensitivity
that range 70-90% and a specificity that range 90-100%
before the highly active antiretroviral therapy [68]. However,
at the moment, the application of this therapy recovery the
immune system, so the viral replication becomes to be
decreased, being JC virus PCR negative in CSF. Currently, it
has been developed a qualitative real-time PCR for JC virus
detection in CSF.
BK virus can be detected in urine samples by
conventional PCR; also, a quantitative real-time PCR
technique has been developed to monitoring BK virus DNA
in renal transplant recipients [69]. Active BK virus
nephropathy is associated with high quantitative levels of
BK virus DNA, and resolution of nephropathy was
correlated with decreased DNA virus level in urine.
However, although it is a sensitive test, the presence of BK
virus DNA in this kind of samples does not necessarily
means a true infection because there is asymptomatic
reactived infection in 10-45% of renal transplant patients.
Therefore, the result should be confirmed using blood
samples [70]. In this sense, research has demonstrated that
renal transplant recipients with higher urine DNA levels are
more likely to show detectable DNA in blood. On the other
hand, a negative result does mean no association of BK virus
with nephritis.
Finally, PCR from kidney biopsy specimens is not an
appropriate test for primary diagnosis of BK nephropathy,
because persistent but low-level target DNA in biopsy
specimens can be detected in asymptomatic patients [71].
Influenza and Parainfluenza Viruses
Rapid laboratory diagnosis is critical for infection
control, so several diagnostic tests have been developed and
are available for the detection of influenza viruses. Rapid
influenza diagnostic tests are less sensitive and specific than
fluorescent antibody assays and RT-PCR [72]. RT-PCR is
the preferred diagnostic assay for influenza virus. These tests
are the most sensitive and specific and can differentiate
between influenza types (A or B) and subtypes [72]. The
main problem of this technique is that it could not be
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available in all laboratories, so there is a need of other tests
in these settings.
Real-time PCR is much more sensitive than other
methods of detection and is available for detecting influenza
virus [73] but is more expensive.
With respect to parainfluenza viruses, types 1 to 4 have
been associated with bronchiolitis, croup and pneumonia in
children, but also in elderly and immunocompromised
patients. PCR is an adequate technique for the detection of
parainfluenza virus, above all in immunocompromised
patients [74]. PCR has a sensitivity of 100% and specificity
that range 95-98% if compared with culture method [75].
Multiplex PCR assays can differentiate between a wide
variety of respiratory pathogens [75]. Also, a rapid and
sensitive multiplex real-time PCR assay for detection of four
serotypes of parainfluenza viruses has been developed [76].
For more information, it can see the article entitled
“Laboratory detection of respiratory viruses by automated
techniques”.
Adenovirus
PCR is a specific and sensitive assay for detecting
adenovirus DNA from a wide variety of clinical specimens,
but results must be always interpreted in the context of the
clinical findings of adenovirus disease. Quantitative realtime PCR is being now used for the evaluation of adenovirus
infections in immunocompromised patients [77]. Moreover,
quantification of adenovirus DNA could be useful for
assessing response to antiviral therapy [78]. Real-time PCR
assays mainly are used to detect adenovirus type 4 (subgroup
E) that can cause respiratory, ocular and other infections.
The sensitivity of real time PCR against conventional PCR is
greater for the detection of adenovirus DNA [79].
Enterovirus CNS Disease
Enteroviruses such as echoviruses, parechoviruses
(echoviruses 22 and 23) and coxsackieviruses A and B could
produce several diseases such as respiratory tract infections,
aseptic meningitis, myocarditis and neonatal systemic
enteroviral disease. Cell culture has a low sensitivity, so
molecular techniques like RT-PCR have been developed for
the diagnosis of this kind of viruses [80]. Moreover, RTPCR has higher sensitivity than cell culture for detecting
enteroviruses in the CSF [81].
A rapid and sensitive detection of enterovirus in CSF
could be performed by the introduction of real-time PCR
techniques in the laboratory. Real-time PCR assays amplify
conserved target nucleic acid sequences of the virus.
Sensitivity for detecting enterovirus is similar between
conventional PCR and real-time PCR but the last one is less
labor intensive and easier to implement in the clinical
laboratory [82].
Hepatitis Viruses
Molecular techniques can be very useful for the diagnosis
of viral hepatitis infections such as hepatitis A, B, C, D and
E in cases in which serological assays are no conclusive.
However, currently the main application of nucleic acid test
in the management of these viruses, above all hepatitis B and
C, is the detection of serum or plasma viral load of these
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viruses for monitoring therapeutic responses of infected
patients. Assays to quantify hepatitis B and C virus load in
liver tissue have also been described [83, 84]. HBV DNA
detection and HBV DNA viral load are also essential to
explore a viral reactivation. Real-time PCR quantification
assays are widely used because of their sensitivity,
specificity, accuracy, broad dynamic range and positive
predictive values. The World Health Organization (WHO)
has defined international standards [85]. However, because
of these techniques do not use the same HBV primers,
follow up of patients should be carried out with the same
technical assay in order to compare viral DNA load
evolution. With respect to the HBV genotypes, there is
currently a need to perform it due to several factors such as
the prediction of clinical outcomes and the association with
response to interferon treatment [86]. Genotyping of chronic
HBV infections can help practicing physicians identify those
at risk of disease progression and determine optimal antiviral therapy. Methods to determine the viral genotypes are
based on hybridization and sequencing, and genotype
affiliation rely on phylogenetic analyses.
With respect to HCV, molecular diagnostic assays
represent an essential approach in the management of HCV
patients. Qualitative and quantitative HCV molecular assays
are used for the diagnosis of acute and chronic HCV
infections, viral genotyping, viral-load determination,
treatment, monitoring and prognosis. RT-PCR, transcriptionmediated amplification and branched DNA amplification are
commonly employed for detection of HCV RNA. Recently,
new HCV molecular assays that employ nanostructures have
emerged and have been proposed as suitable, without loss
specificity and sensitivity [87].
For more information, it can see the article entitled
“Introduction of automated systems for the diagnosis and
quantification of Hepatitis B and Hepatitis C viruses”.
HIV
HIV-1 and HIV-2 RNA levels in the plasma of infected
patients could be detected by quantitative rapid real-time
PCR assays. There are some techniques for this detection
that have similar sensitivity and specificity, but differ in the
probe and in the amplification-detection systems used.
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risk by testing for HPV DNA could avoid unnecessary
colposcopy procedures.
For more information, it can see the article entitled
“Human papillomavirus (HPV) genotyping: automation and
application in routine laboratory testing”.
CONCLUSIONS
The main goal of a clinical virology laboratory is to assist
clinicians in the diagnosis and treatment of viral diseases,
and to support infection control specialists in their tasks.
There is a need for a rapid identification of the etiological
microorganisms for an effective patient management.
Since molecular techniques for detecting nucleic acids
had been developed, the diagnosis of several viral diseases
has been revolutionized in the clinical laboratories. In the
majority of them, it has been introduced these methods for
routine diagnosis, but some of those are being used only in
reference settings.
The main advantages of molecular techniques are its
higher sensitivity and specificity compared with other
diagnostic methods such as serological assays and culture
methods, as well as its rapidity and possibility of automation.
From an epidemiological and clinical point of view, these
features are very important for the diagnosis of some
diseases such as CNS infections, in which the detection of
microorganisms should be faster in order to treat rapidly the
patients and isolate them to prevent viral transmission of
disease. Among this fact, the automation also permits the
performance of much more assays and its rapidity helping to
improve the patient diagnosis.
Virology laboratories for clinical diagnosis should
introduce some of these techniques in order to determine the
main viruses implicated in human diseases, after to do an
analysis of cost. Laboratory director and technical
coordinator should establish the workflow for these
techniques enhancing the efficiency of the testing methods.
This workflow should be done in an individualized way,
taking into account the assays introduced and the special
characteristics of the laboratory. Moreover, the personnel
should be trained according the best practices for this
methodology at this time.

Quantitative assays for measurement of HIV-1 and HIV2 proviral DNA have also been developed, as well as
qualitative real-time PCR assay for detection of proviral
DNA.
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Molecular methods to detect HPV DNA in clinical
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majority of protocols for detection of this infection are
currently based in the study of HPV DNA. HPV DNA
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